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Abstract
The feasibility of using novel electromagnetic wave sensors for real-time monitoring of metal pollution in water was assessed. 
Five solutions with different concentrations of lead (0, 1, 10, 50, 100 mg/L) were measured using several sensing methods: 
UV–Vis spectroscopy, low frequency capacitance and resistance measurements, and two sensing systems based on micro-
wave technology. With this last approach, two sensing devices were used: a resonant cavity and a planar sensor with gold 
interdigitated electrode design printed on a PTFE substrate with a protective PCB lacquer coating. Results confirmed the 
ability of these systems to quantify the lead concentration as changes in spectrum signal at specific frequencies of the electro-
magnetic spectrum. Spectra were unique, with clearly observed shifts in the resonant frequencies of the sensors when placed 
in direct contact with different lead solutions, demonstrating the possibility of continuous monitoring with great sensitivity, 
selectivity, and high spatial and temporal resolution. Consequently, determination of trace and toxic metals using microwave 
spectroscopy is a promising alternative to traditional grab-sampling and laboratory based analyses. On-line and continuous 
monitoring of real-time metal concentrations offers the potential for a more effective emergency response and the platform 
for better scientific understanding and remediation of contaminated mine drainage.
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Introduction
Mining can have a significant environmental impact, espe-
cially due to the presence of waste materials abandoned in 
waste heaps (Byrne et al. 2012; Hudson-Edwards 2016). 
Point and diffuse sources determine the dispersion into the 
environment of toxic inorganic pollutants, mainly metals 
(Cd, Pb, Cu, Zn, Ni, Fe, etc.), a process driven largely by 
the oxidation and subsequent hydrolysis of metal sulphides. 
Typically, mine waters have a clear correlation between 
low pH, metal, and sulphate content. This phenomenon, 
known as acid mine drainage (AMD), has been described 
as the biggest environmental problem associated with mines 
(Younger et al. 2002). Therefore, adequate monitoring and 
assessment is required to minimise the environmental risk 
posed by AMD from active and abandoned mining sites all 
over the world.
Assuring a high quality of water and protecting it from 
chemical contamination is a major sustainable development 
goal. In the UK, according to the Environment Agency 
(2008), 9% of the rivers in England and Wales, and 2% in 
Scotland fail environmental standards because of contami-
nated drainage from more than 3000 abandoned metal mines. 
The Mineral Policy Center (Lyon et al. 1993) estimated that 
557,650 abandoned mines in the USA are polluting over 
19,000 km of the nation’s waterways. Implementation of the 
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European Water Framework Directive and US Clean Water 
Act requires new methods and systems to be able to monitor 
water resources in real-time, with low cost and easy main-
tenance (Allan et al. 2006; Brack et al. 2017). The Agency 
for Toxic Substances and Disease Registry (ATSDR), places 
lead in second position in its substance priority list.
Lead concentrations in mine water range from < 0.01 
to 12 mg/L (Byrne et al. 2012); however, concentrations 
in excess of this may not be uncommon where evaporation 
causes concentration of metals. The UKTAG established an 
environmental quality standard (EQS) for dissolved Pb in 
surface water of 7.2 ppb (Rowland et al. 2011). Generally, 
the ionic form of Pb  (Pb2+) is considered most toxic. How-
ever, other weakly complexed species (oxides, hydroxides, 
and sulphates) are also cause for concern. Lead exists pri-
marily in its ionic form at pH < 4 and will precipitate or sorb 
to other phases as the pH increases (Smith 1999).
Trace contaminants in polluted watersheds are normally 
measured by laboratory analysis of grab samples: mostly 
anions are detected by ion chromatography (IC) and cations 
(including metals) by spectroscopy: AAS (atomic absorption 
spectroscopy), ICP-OES (inductively coupled plasma—opti-
cal emission spectrometry), ICP-MS (inductively coupled 
plasma—mass spectrometry) and INAA (instrument neu-
tron activation analysis) (Yang et al. 2010). These methods 
present several advantages, including high sensitivity, low 
detection limits, and the opportunity to detect many trace 
metals simultaneously. However, they also have several 
drawbacks: they require a constant supply of costly chemi-
cals and a well-trained staff for reliable operation, and they 
cannot provide in-situ and real-time data, which limits our 
ability to monitor and manage remote sites and to detect the 
immediate effects of accidental or unexpected contamina-
tion events.
The need for on-line monitoring has sparked the devel-
opment of various remote detection and smart monitoring 
systems (Mukhopadhyay and Mason 2015). To address this, 
a research group from the Built Environment and Sustain-
able Technologies (BEST) Research Institute at the Liver-
pool John Moores University has developed a novel sensing 
system based on electromagnetic (EM) wave techniques for 
real-time detection of changes in materials across a range 
of industrially relevant applications. The real-time nature 
of the measurements and potentially portable sensor size 
makes this approach a viable alternative to mainly lab-
based methods of health and safety (Mason et al. 2014c) 
and quality control in the food industry (Joshi et al. 2016; 
Korostynska et al. 2013a; Mason et al. 2016), in aquaculture 
(Korostynska et al. 2015; Nakouti et al. 2014) and environ-
ment (Korostynska et al. 2014a; Mason et al. 2014a, 2014b). 
The principle is based on the interaction of propagating or 
resonating EM modes within the material being tested. By 
considering how reflected microwave signals vary at discrete 
frequency intervals, the changes in the signal can be linked 
to the amount and type of sample being tested. Research 
(Korostynska et al. 2013b, 2014b, c) has confirmed the 
potential of a novel microwave sensor for water analysis, 
observing changes in the microwave part of the electromag-
netic spectrum depending on the materials being analysed. 
Such work has laid the foundations for new methods, based 
on EM sensors, for qualitatively and quantitatively determin-
ing metal concentrations in mining areas.
Several other technologies have been recently developed 
as alternatives to traditional grab sampling and laboratory 
analysis. For example, the problem of sampling rate and 
sample preparation (filtration and acidification) can be 
solved using auto-sampling equipment, but this can intro-
duce error into measurements and reduce one’s ability to 
determine a significant event because of the sampling fre-
quency. This last issue has been addressed by Chapin (2015) 
who developed a water sampler, the MiniSipper, able to 
acidify, filter, and grab water samples at a high frequency, 
thanks to its capacity to grab up to 250 five mL samples. 
It uses gas bubbles to separate small sample amounts (for 
ICP-MS analysis) in a long tubing coil. This approach is 
advantageous for detecting an unexpected event (due to its 
capability to collect samples with high frequency), for its 
capacity to prepare samples directly in the field for analy-
sis in laboratory, and for improving our understanding of 
the geochemical response to temporally variable processes. 
However, this method is not able to reduce the high costs of 
laboratory analysis.
Various technologies offering in-situ and on-line moni-
toring capability are in development, offering particular 
advantages for surveillance and early warning (O’Flynn 
et al. 2010), and several of these are potentially attractive 
for on-site wastewater quality monitoring (Korostynska 
et al. 2013c). This includes analysing metal contaminants 
in wastewater using: biosensors (Eltzov et al. 2015), optical 
systems (Gómez-de Pedro et al. 2014) and electrochemical 
techniques (Bansod et al. 2017). However, further work is 
needed to develop simple, reliable, and cost-effective tech-
niques for remote detection of pollutants, to better under-
stand processes that regulate metal dispersion and allow for 
an emergency response to unexpected events (Byrne et al. 
2013; Cidu et al. 2011; Jones et al. 2013; Lynch et al. 2017). 
No single system available today can fully meet the needs 
to determine, in real-time, the composition of water to the 
desired sensitivity level and cost-effectiveness for effec-
tive remediation and long-term monitoring of water bodies 
affected by metal mine drainage.
The aim of this study was to assess and compare the use 
of the new sensor system for detecting changes in Pb con-
centrations in mining-affected water. Spectrum responses 
for four properties (absorbance, capacitance, resistance, and 
reflected power) at three frequency ranges were monitored 
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and analysed. This will allow us to improve the features of 
these sensing systems to simultaneously analyse a range of 
metals at low concentrations, allowing for continuous in-
situ monitoring, thus solving the limitations of lab-based 
technologies.
Materials and Methods
Samples Preparations
Five samples of lead at different concentrations (0, 1, 10, 
50, 100 mg/L) were prepared using different volumes of Pb 
1000 ppm ICP standard solution certified (Sigma 41318) 
dissolved in deionised water in a 50 mL volumetric flask. 
Each sample was acidified with 1% nitric acid (analytical 
grade, 67%) to avoid precipitation. Samples were placed in 
high-density polyethylene bottles. All prepared standards 
produced clear solutions. All measurements were performed 
in an air-conditioned environment at a constant temperature 
of 18 °C.
Measurement Methods
In this work, optical, electrical, and microwave properties 
of lead solutions were detected at separate frequency ranges 
of the EM spectrum. The following techniques were used:
• Optical absorbance, measured between 200 and 1000 nm 
using a UV–Vis spectrophotometer (Jenway 7315) with 
3.5 mL sample size;
• Microwave reflected power  (S11), between 10 and 15 GHz 
using a vector network analyser (Rohde & Schwarz VNA 
24), with 15 mL and 400 µL sample sizes for the resonant 
cavity and 8-pair interdigitated electrode (IDE) device, 
respectively;
• Resistance  (Rp) and capacitance  (Cp) between 20 and 
200 kHz (with impedance ranging from 1 to 25 Ω) using 
a programmable LCR bridge (L = inductance; C = capaci-
tance; R = resistance; Hameg 8118), requiring a 400 µL 
sample size.
All samples were measured five times with each method 
to assess repeatability. The spectrophotometer technique 
used a standard cuvette to enable exposure of the sample 
to light, and the LCR meter made use of an open-ended 
coaxial probe.
The microwave measurements made use of two sensors: 
a resonant cavity (Fig. 1) and a gold eight-pair IDE pattern 
printed on a planar polytetrafluoroethylene (PTFE) substrate 
with a PCB lacquer coating (Fig. 2). The coating was added 
to prevent short-circuiting when the sensor was exposed to 
the sample. Both sensors were designed so as to limit the 
samples’ position and volume, which makes it possible to 
detect small changes in sample composition. These changes 
Fig. 1  A laboratory-based electromagnetic wave sensing system com-
prising the Vector Network Analyser (left) and a bespoke resonant 
cavity structure (right)
Fig. 2  a Eight-pair IDE sensor with PCB lacquer coating and SMA 
connector; b sensor with a tested sample of lead-contaminated water 
solution deposited onto the sensor and kept in place with an adhesive 
FR4 well holder
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can be related to the composition of the materials and/or 
their relative concentrations (Mason et al. 2016).
Spectra measured with the resonant cavity and IDE 
sensor were recorded for air and five concentrations of 
lead, demonstrating the dissimilar output of the sensor 
for different kind of samples. Moreover, to evaluate the 
reproducibility of the method, four different IDE sensors 
were simultaneously tested using four different channels 
to measure the reflected power (Fig. 3). Results obtained 
using the described measurement techniques were used as 
an indicator of lead content. Results were analysed using 
Excel, OriginPro9, and Curve expert Basic 1.4. Best-fit 
curves for different Pb concentrations at specific frequen-
cies of the EM spectrum were evaluated using the coef-
ficient of determination  (R2), equal to the square of the 
Pearson correlation, which corresponds to the covariance 
of two variables divided by the product of their standard 
deviations.
Results and Discussion
Absorbance
Absorbance spectra between 200 and 350 nm (UV) are 
shown in Fig.  4a, and represent the only area of the 
measured optical spectra where significant variation in 
absorbance occurred with varied lead concentrations. The 
chemical information given by an absorption spectrum is 
contained in the position and intensities of the absorption 
band. It is clearly visible that the absorbance is related 
to the Pb concentration, particularly at the 300 nm peak. 
Linear correlations at two wavelengths, 247 and 300 nm, 
are shown in Fig. 4b, with high correlation in both cases 
 (R2 equals 0.9757 and 0.9869, respectively).
Capacitance and Resistance
Capacitance and resistance magnitude results were used, 
in combination with optical and microwave responses, for 
sensor evaluation. Correlations between  Cp,  Rp and Pb con-
tent are shown, respectively, in Figs. 5 and 6. It is clear that 
these parameters changed with the Pb concentration. In fact, 
high linear correlation with Pb concentration was identified 
for both parameters: for  Cp, where  R2 = 0.79 at 30 Hz and 
Fig. 3  Repeatability and reproducibility measurements: four gold 
eight-pair IDE sensors using four different channels are simultane-
ously connected to VNA, with reflected power signals recorded
Fig. 4  a Average absorbance spectrum of various lead solutions in 
200–350  nm range measured with a UV–Vis spectrophotometer; b 
linear correlations for the absorbance with concentration of lead at 
two wavelengths, namely 247 and 300 nm
Fig. 5  Correlation between capacitance (measured with a LCR meter) 
and metal concentration at two discrete frequencies: 30 Hz and 6 kHz
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 R2 = 0.95 at 6 kHz; for  Rp, with  R2 = 0.9869 at 180 Hz and 
 R2 = 0.9757 at 200 kHz.
Microwave Sensing
The response for the microwave sensor is given in dBm, and 
demonstrates a shift in amplitude correspondent at differ-
ent frequencies to the concentration of lead in each sample. 
After each measurement, responses returned to the original 
position (air spectra), confirming that the developed reso-
nant cavity and microwave sensors are reliable and reusable, 
and thus a sustainable solution for continuous water quality 
monitoring.
The resonant cavity demonstrated the capability for 
its output to change (see Fig. 7, which illustrates the raw 
signal output of the sensor) as a result of the five different 
Pb concentrations. Figure 8 shows good correlation (with 
 R2 = 0.9527 and  R2 = 0.9017) between the concentration 
and changes in output at two frequencies, 415 MHz and 
2.45 GHz, after processing of the raw data. This gives con-
fidence that the technique is an attractive option for real-time 
detection of metals in water.
The microwave spectrum in the frequency range 
500 MHz–15 GHz obtained by measurements with the IDE 
sensor is shown in Fig. 9. During the measurements, sig-
nificant pronounced resonant peak shifts were noticed when 
the different samples were placed in contact with the sensor 
pattern. This shift was more evident when the samples had a 
higher concentration of Pb. This is clearly visible in several 
parts of the spectrum, in particular between 300 MHz and 
3 GHz. The shift in the spectrum with the best linear cor-
relation among the Pb samples was in the frequency range 
of 2.3–2.65 GHz (shown in the red rectangle in Fig. 9 and 
magnified in Fig. 10). The correlations between reflected 
power and Pb concentration in each of 60.000 points of the 
frequency range 10 MHz–10 GHz, were calculated with the 
square of Pearson’s correlation using Excel. In this way, it 
was found that the best correlation was at 2.3952 GHz with 
 R2 = 0.9982  (R2 = 0.978 in the peak at 2.4909 GHz). Statisti-
cal features, namely  R2, sensitivity, and RSD (relative stand-
ard deviation), obtained by measuring these four properties 
with the described techniques are summarised in Table 1.
Future Work
Despite many recent technological advances, significant 
work remains to be accomplished before a reliable smart 
sensor for water quality monitoring is achievable. In this 
study, we measured moderate to high Pb concentrations in 
deionised water in lab samples at specific frequencies of the 
EM spectrum. Real mine water is more complex and charac-
terised by high levels of dissolved metals and sulphate and, 
frequently, low pH.
Fig. 6  Correlation between resistance (measured with a LCR meter) 
and metal concentrations at two discrete frequencies (180  Hz and 
200 kHz)
Fig. 7  Averaged microwave spectra data captured over a range of fre-
quencies (between 10 MHz and 3 GHz) for each solution with reso-
nant cavity
Fig. 8  Change in reflected power  S11 of a microwave spectra meas-
ured with resonant cavity showing the correlation with metal concen-
tration at two discrete frequencies, namely 415 MHz and 2.45 GHz
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Therefore, the next step is to expand from the single 
metal analysis performed in this study to multi-element 
analysis and to the lower concentrations (< 1 mg/L) more 
commonly found in watercourses receiving mine drainage 
and natural dilution. Although there are obviously several 
challenges that must be overcome before this technology 
can ensure that measurements correctly identify distinct 
contaminants, despite their possible interference with each 
other, this paper clearly shows the feasibility of the pro-
posed approach. Each spectrum contains 60,000 points, 
and by analysing the response at each point for different 
concentrations, metals, and water composition, it appears 
that this methodology could more accurately character-
ize multi-contaminant concentrations. We hypothesize 
that the microwave sensors presented in this paper can be 
the prototype for a smaller, portable, online system capa-
ble of monitoring pollution in mining areas. This sensing 
technology could provide continuous verification of water 
quality and safety, and provide immediate warning of con-
tamination episodes or water quality guideline threshold 
breaches. Moreover, this methodology offers the potential 
to reduce analytical costs by combining wireless sensing 
systems to provide continuous, in situ remote monitoring, 
thus facilitating the targeted treatment of mining-affected 
waters. It could also offer the ability for in-situ, real-time 
monitoring and reporting of water quality over large, 
remote geographical areas and provide an early warning 
system for pollution events. The great challenge will be to 
develop sensors with different substrates and coatings to 
Fig. 9  Average microwave spectra data captured with a gold eight-
pair IDE sensor at 0.01–15  GHz frequency range for each sample 
concentration of lead. The red rectangle shows the frequency range 
in which there is the shift in microwave spectrum with the most pro-
nounced correlation among samples of lead
Fig. 10  a Part of average microwave spectra of lead solutions in the 
frequency range 2.3–2.65  GHz; b two specific frequencies are evi-
denced, namely 2.3952 and 2.4909 GHz (peak), demonstrating linear 
correlations between reflected power  (S11) and lead concentration
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assess the wide range of water pollutants and to test them 
in the field for their selectivity and sensitivity.
Conclusions
Electromagnetic wave sensors that operate at microwave 
frequencies can be used to determine Pb concentrations by 
producing EM wave spectra specific to this element, which 
was shown by variations in signal amplitude at distinct fre-
quencies. The unique response shown from each sample and 
each sensor produced resonant peaks at difference frequen-
cies, making the sensors a potentially attractive option for 
real-time monitoring of many contaminants. The developed 
sensors could be remotely operated with appropriate wire-
less hardware, and could be physically small, which would 
allow continuous real-time monitoring and subsequent miti-
gation of waterway pollution. Such on-line monitoring of 
real-time metal concentrations offers the possibility of more 
effective emergency response activities and remediation of 
contaminated mine drainage.
Acknowledgements The authors gratefully acknowledge the support 
of the Liverpool John Moores University, Faculty of Engineering and 
Technology PhD Scholarship Programme that allowed this research 
to be undertaken.
Open Access This article is distributed under the terms of the Creative 
Commons Attribution 4.0 International License (http://creativecom-
mons.org/licenses/by/4.0/), which permits unrestricted use, distribu-
tion, and reproduction in any medium, provided you give appropriate 
credit to the original author(s) and the source, provide a link to the 
Creative Commons license, and indicate if changes were made.
References
Allan IJ, Vrana B, Greenwood R, Mills GA, Knutsson J, Holmberg A, 
Guigues N, Fouillac A, Laschi S (2006) Strategic monitoring for 
the European Water Framework Directive. Trends Anal Chem 
25:704–715
Bansod B, Kumar T, Thakur R, Rana S, Singh I (2017) A review on 
various electrochemical techniques for heavy metal ions detection 
with different sensing platforms. Biosens Bioelectron 94:443–455
Brack W, Dulio V, Ågerstrand M, Allan I, Altenburger R, Brinkmann 
M, Bunke D, Burgess RM, Cousins I, Escher BI, Hernández FJ, 
Hewitt LM, Hilscherová K, Hollender J, Hollert H, Kase R, Klauer 
B, Lindim C, López Herráez D, Miège C, Munthe J, O’Toole S, 
Posthuma L, Rüdel H, Schäfer RB, Sengl M, Smedes F, van de 
Meent D, van den Brink PJ, van Gils J, van Wezel AP, Vethaak 
AD, Vermeirssen E, von der Ohe PC, Vrana B (2017) Towards the 
review of the European Union Water Framework management of 
chemical contamination in European surface water resources. Sci 
Total Environ 576:720–737
Byrne P, Wood PJ, Reid I (2012) The impairment of river systems 
by metal mine contamination: a review including remediation 
options. Crit Rev Environ Sci Technol 42:2017–2077
Byrne P, Reid I, Wood PJ (2013) Stormflow hydrochemistry of a river 
draining an abandoned metal mine: the Afon Twymyn, central 
Wales. Environ Monit Assess 185:2817–2832
Chapin TP (2015) High-frequency, long-duration water sampling in 
acid mine drainage studies: a short review of current methods 
and recent advances in automated water samplers. Appl Geochem 
59:118–124
Cidu R, Frau F, Da Pelo S (2011) Drainage at abandoned mine sites: 
natural attenuation of contaminants in different seasons. Mine 
Water Environ 30:113–126
Eltzov E, Yehuda A, Marks RS (2015) Creation of a new portable 
biosensor for water toxicity determination. Sens Actuator B 
221:1044–1054
Environment Agency (2008) Abandoned mines and the water environ-
ment. Science report—SC030136-S41. Environmental Agency, 
Bristol
Gómez-de Pedro S, Lopes D, Miltsov S, Izquierdo D, Alonso-
Chamarro J, Puyol M (2014) Optical microfluidic system based 
on ionophore modified gold nanoparticles for the continuous 
monitoring of mercuric ion. Sens Actuator B 194:19–26
Hudson-Edwards K (2016) Tackling mine wastes. Science 352:288–290
Jones A, Rogerson M, Greenway G, Potter HAB, Mayes WM (2013) 
Mine water geochemistry and metal flux in a major historic Pb-
Zn-F orefield, the Yorkshire Pennines, UK. Environ Sci Poll Res 
20:7570–7581
Joshi KH, Mason A, Shaw A, Korostynska O, Cullen JD, Al-Shamma’a 
A (2016) Online monitoring of milk quality using electromagnetic 
wave sensors. Proceedings international conference on sensing 
technology, pp 700–705
Korostynska O, Blakey R, Mason A, Al-Shamma’a A (2013a) Novel 
method for vegetable oil type verification based on real-time 
microwave sensing. Sens Actuator A 202:211–216
Table 1  Summary of key 
statistical features obtained 
for optical, electrical and 
microwave properties of the 
analysed lead-contaminated 
water samples
a For every 1 mg/L change of lead concentration
Properties R2 Sensitivitya Max RSD (%) Average 
RSD (%)
Absorbance 0.9852 0.0024 1.5 0.9
Capacitance 0.9465 0.3 nF 3.7 3.3
Resistance 0.9869 0.64 Ω 3.9 3.7
Reflected power (cavity) 0.9527 0.0315 dBm 1.9 1.5
Reflected power; peak (cavity) 0.9017 0.0397 dBm 2.1 1.4
Reflected power (IDE sensor) 0.9982 0.0046 dBm 0.4 0.3
Reflected power; peak (IDE sensor) 0.9780 0.0064 dBm 0.4 0.3
 Mine Water and the Environment
1 3
Korostynska O, Mason A, Al-Shamma’a AI (2013b) Flexible micro-
wave sensors for real-time analysis of water contaminants. J Elec-
tromag Wave 27:2075–2089
Korostynska O, Mason A, Al-Shamma’a AI (2013c) Monitoring pollut-
ants in wastewater: traditional lab based versus modern real-time 
approaches. In: Mukhopadhyay SC, Mason A (eds) Smart sensors 
for real-time water quality monitoring. Springer, Berlin, pp 1–24
Korostynska O, Mason A, Al-Shamma’a A (2014a) Microwave sensors 
for the non-invasive monitoring of industrial and medical applica-
tions. Sens Rev 34:182–191
Korostynska O, Mason A, Ortoneda-Pedrola M, Al-Shamma’a A 
(2014b) Electromagnetic wave sensing of NO3 and COD con-
centrations for real-time environmental and industrial monitoring. 
Sens Actuator B 198:49–54
Korostynska O, Ortoneda-Pedrola M, Mason A, Al-Shamma’a AI 
(2014c) Flexible electromagnetic wave sensor operating at GHz 
frequencies for instantaneous concentration measurements of 
NaCl, KCl,  MnCl2 and CuCl solutions. Measure Sci Technol 
25(6):5105–5111
Korostynska O, Mason A, Al-Shamma’a A, Jansomboon W, Boontanon 
S (2015) Real-time detection of residual antibiotics concentration 
with microwave cavity and planar EM sensors. Proceedings 9th 
international conference on sensing technology, pp 492–495
Lynch SFL, Batty LC, Byrne P (2017) Critical control of flooding and 
draining sequences on the environmental risk of Zn-contaminated 
riverbank sediments. J Soils Sediments 17:2691–2707
Lyon LS, Hilliard TJ, Bethell TN (1993) Burden of Gilt. Mineral Policy 
Center, Washington
Mason A, Korostynska O, Wylie S, Al-Shamma’a AI (2014a) Non-
destructive evaluation of an activated carbon using microwaves 
to determine residual life. Carbon 67:1–9
Mason A, Osaza K, Korostynska O, Nakouti I, Ortoneda-Pedrola M, 
Maeda M, Al-Shamma’a A (2014b) Electromagnetic wave sensing 
of Euglena gracilis viability and quantification. In: Proceedings, 
3rd international conference on materials and applications for sen-
sors and transducers, pp 432–436
Mason A, Wylie S, Korostynska O, Cordova-Lopez LE, Al-Shamma’a 
AI (2014c) Flexible e-textile sensors for real-time health monitor-
ing at microwave frequencies. Int J Smart Sens Intel Syst 7:31–47
Mason A et al (2016) Theoretical basis and application for measur-
ing pork loin drip loss using microwave spectroscopy. Sensors 
(14248220) 16:1–13. https://doi.org/10.3390/s16020182
Mukhopadhyay SC, Mason A (eds) (2015) Smart sensors for real-time 
water quality monitoring. Springer, Heidelberg
Nakouti I, Korostynska O, Mason A, Al-Shamma’a AI (2014) Detec-
tion of pathogenic bacteria in aqueous media: assessing the poten-
tial of real-time electromagnetic wave sensing. Proceedings, 8th 
international conference on sensing technology, pp 140–145
O’Flynn B, Regan F, Lawlor A, Wallace J, Torres J, O’Mathuna C 
(2010) Experiences and recommendations in deploying a real-
time, water quality monitoring system. Measure Sci Technol 
21(12):4004–4014
Rowland P, Neal C, Sleep D, Vincent C, Scholefield P (2011) Chemical 
quality status of river for the water framework directive: a case 
study of toxic metals in North West England. Water 3:649–666
Smith KS (1999) Metal sorption on mineral surfaces: an overview with 
examples relating to mineral deposits. In: Plumlee GS, Logsdon 
MJ (eds) The environmental geochemistry of mineral deposits, 
Part A: processes, techniques, and health issues, Littleton, CO, 
USA, pp 161–182
Yang KX, Kitto ME, Orsini JP, Swami K, Beach SE (2010) Evaluation 
of sample pretreatment methods for multiwalled and single-walled 
carbon nanotubes for the determination of metal impurities by 
ICPMS, ICPOES, and instrument neutron activation analysis. J 
Anal Atomic Spectrom 25(8):1290–1297
Younger PL, Banwart SA, Hedin RS (2002) Hydrology, pollution, 
remediation. Kluwer Academic Publ, Dordrecht
